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Abstract. CO2 emission estimates from urban areas can be
obtained with a network of in situ instruments measuring
atmospheric CO2 combined with high-resolution (inverse)
transport modelling. Because the distribution of CO2 emis-
sions is highly heterogeneous in space and variable in time
in urban areas, gradients of atmospheric CO2 (here, dry
air mole fractions) need to be measured by numerous in-
struments placed at multiple locations around and possibly
within these urban areas. This calls for the development
of lower-cost medium-precision sensors to allow a deploy-
ment at required densities. Medium precision is here set to
be a random error (uncertainty) on hourly measurements of
±1 ppm or less, a precision requirement based on previous
studies of network design in urban areas. Here we present
tests of newly developed non-dispersive infrared (NDIR)
sensors manufactured by Senseair AB performed in the lab-
oratory and at actual field stations, the latter for CO2 dry
air mole fractions in the Paris area. The lower-cost medium-
precision sensors are shown to be sensitive to atmospheric
pressure and temperature conditions. The sensors respond
linearly to CO2 when measuring calibration tanks, but the
regression slope between measured and assigned CO2 differs
between individual sensors and changes with time. In addi-
tion to pressure and temperature variations, humidity impacts
the measurement of CO2, with all of these factors resulting in
systematic errors. In the field, an empirical calibration strat-
egy is proposed based on parallel measurements with the
lower-cost medium-precision sensors and a high-precision
instrument cavity ring-down instrument for 6 months. The
empirical calibration method consists of using a multivari-
able regression approach, based on predictors of air temper-
ature, pressure and humidity. This error model shows good
performances to explain the observed drifts of the lower-cost
medium-precision sensors on timescales of up to 1–2 months
when trained against 1–2 weeks of high-precision instrument
time series. Residual errors are contained within the ±1 ppm
target, showing the feasibility of using networks of HPP3 in-
struments for urban CO2 networks. Provided that they could
be regularly calibrated against one anchor reference high-
precision instrument these sensors could thus collect the CO2
(dry air) mole fraction data required as for top-down CO2
flux estimates.
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1 Introduction
Urban areas cover only a small portion (< 3 %) of the land
surface but account for about 70 % of fossil fuel CO2 emis-
sions (Liu et al., 2014; Seto et al., 2014). Uncertainties of
fossil fuel CO2 emissions from inventories based on statis-
tics of fuel amounts and/or energy consumption are on the
order of 5 % for OECD countries and up to 20 % in other
countries (Andres et al., 2014) but they are larger in the case
of cities (Bréon et al., 2015; Wu et al., 2016). Further, in
many cities of the world, there are no emission inventories
available. The need for more reliable information on emis-
sions and emission trends has prompted research projects
seeking to provide estimates of greenhouse gas (GHG) bud-
get cities, power plants and industrial sites. These are of-
ten based on in situ measurements made at surface stations
(Staufer et al., 2016; Lauvaux et al., 2016; Verhulst et al.,
2017), aircraft campaigns around emitting locations (Mays
et al., 2009; Cambaliza et al., 2014) and satellite imagery
(Broquet et al., 2018; Nassar et al., 2017). Although sam-
pling strategies and measurement accuracies differ between
these approaches, the commonly used principle is to measure
atmospheric CO2 dry air mole fraction gradients at stations
between the upwind and downwind vicinity of an emitting
area and infer the emissions that are consistent with those
CO2 gradients and their uncertainties, using an atmospheric
transport model. This approach is known as atmospheric CO2
inversion or as a “top-down” estimate.
Inversion studies from Paris, France, attempting to con-
strain CO2 emissions from measurements of CO2 dry air
mole fractions at stations located around the city along the
dominant wind direction have pointed out that the fast mix-
ing by the atmosphere and the complex structure of urban
CO2 emissions require high-resolution atmospheric transport
models and continuous measurements of the atmosphere to
select gradients induced by emission plumes (Breton et al.,
2015; Wu et al., 2016) that can be captured at the scale of the
model.
With the existing three stations, the CO2 emissions from
the Paris megacity could be retrieved with an accuracy of
≈ 20 % on monthly budgets (Staufer et al., 2016). A denser
network of stations would help to obtain more information on
the spatial details of CO2 emissions. A network design study
by Wu et al. (2016) for the retrieval of CO2 emissions per
sector for the Paris megacity has shown that with 10 stations
measuring CO2 with 1 ppm accuracy on hourly time steps,
the error of the annual emission budget could be reduced
down to a 10 % uncertainty. Wu et al. (2016) furthermore
found that for a more detailed separation of emissions into
different sectors, more stations were needed, on the order of
70 stations to be able to separate road transport from residen-
tial CO2 emissions. This inversion based on pseudo-data al-
lowed the estimation of total CO2 emissions with an accuracy
better than 10 % and emissions of most major source sectors
(building, road energy) with an accuracy better than 20 %.
Another urban network design study over the San Francisco
Bay Area reached a similar conclusion, i.e. that in situ CO2
measurements from 34 stations with 1 ppm accuracy at an
hourly resolution could estimate weekly CO2 emissions from
the city area with less than 5 % error (Turner et al., 2016).
In the studies from Wu et al. (2016) and Turner et
al. (2016), the additional number of atmospheric CO2 mea-
surement stations rather than the individual accuracy of each
measurement helped to constrain emissions, provided that
CO2 observation errors have random errors of less than
1 ppm on hourly measurements, uncorrelated in time and
in space between stations. Therefore, we will adopt here a
1 ppm uncertainty on hourly CO2 data as the target perfor-
mance for new urban lower-cost medium-precision CO2 sen-
sors.
Today, the continuous CO2 gas analyzers used
for continental-scale observing systems like ICOS
(https://www.icos-ri.eu/, last access: 30 April 2019),
NOAA (https://www.esrl.noaa.gov/gmd/, last access:
30 April 2019) or ECCC’s GHG network (https:
//www.canada.ca/en/environment-climate-change.html,
last access: 30 April 2019) follow the WMO GAW guide-
lines and are at least 10 times more precise than our target
of 1 ppm, but are also quite expensive. For urban inversion-
based flux estimates for Paris, Wu et al. (2016) found that
the number of instruments is more important than their indi-
vidual precision. Furthermore, Turner et al. (2016) reported
that weekly urban CO2 fluxes in the San Francisco Bay Area
(California, USA) can be estimated at a precision of 5 %
when deploying a dense network of sensors (ca. every 2 km)
with an assumed mismatch error of 1 ppm. This underlines
that significant expansion of urban networks is desirable and
could be achieved at an acceptable cost if low-cost sensors
could be produced with the specifications of 1 ppm random
error (i.e. bias-free long-term repeatability).
Recently, inexpensive sensors, measuring trace gases, par-
ticulate matter and traditional meteorological variables, us-
ing various technologies and accuracy have become commer-
cially available. Evaluation and implementation of these sen-
sors is quite promising (Eugster and Kling, 2012; Holstius et
al., 2014; Piedrahita et al., 2014; Young et al., 2014; Wang et
al., 2015). With the advent of low-cost mid-IR light sources
and detectors, different non-dispersive infrared (NDIR) CO2
sensors have become commercially available and were tested
for their suitability for CO2 monitoring (e.g. Martin et al.,
2017; Kunz et al., 2018) or for CO2 in combination with air
pollutants (e.g. Shusterman et al., 2016; Zimmerman et al.,
2018).
In this study, we present the development and stability
tests of a low-cost sensor (HPP3, Senseair AB, Sweden) to
measure the mole fraction of CO2 of ambient air (Hummel-
gård et al., 2015). Throughout the paper we will use {CO2} to
signify the mole fraction and/or dry air mole fraction of CO2
in air. To improve performance and eventually derive dry air
mole fractions, additional parameters are measured in ambi-
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ent air and the sensor is integrated into a platform, which we
will refer to as the instrument. Then, the instrument linear-
ity is evaluated against a suite of CO2 reference gases with
CO2 dry air mole fractions from 330 to 1000 ppm. The in-
strument’s sensitivities to ambient air temperature, pressure
and water vapour content are assessed in laboratory exper-
iments and climate chamber tests. The calibrated low-cost
medium-precision (LCMP) instruments are then compared
to highly precise cavity ring-down spectroscopy (CRDS) in-
struments (G2401, Picarro Inc, Santa Clara, USA).
Lastly, we present the time series of ambient air CO2
measurements in the Paris region. The time series are com-
pared to measurements by co-located cavity ring-down spec-
troscopy (CRDS) analyzers, and an empirical correction and
calibration scheme for the HPP3-based instrument is pro-
posed based on measured CO2 dry mole air fractions and
meteorological variables. These corrections and calibrations
are established during a period of 1 or 2 weeks and are used
to estimate the drift of the HPP3 instrument on timescales of
up to a month and a half.
2 Sensor integration
2.1 HPP3 sensor
The HPP (high-performance platform) NDIR (non-
dispersive infrared) CO2 sensor from Senseair AB (Delsbo,
Sweden) is a commercially available lower-cost system
(Hummelgård et al., 2015). The main components of this
sensor are an infrared source (lamp), a sample chamber
(ca. 1 m optical path length), a light filter and an infrared
detector. The gas in the sample chamber causes absorption
of specific wavelengths (Hummelgård et al., 2015) according
to the Beer–Lambert law, and the attenuation of light at these
wavelengths is measured by a detector to determine the gas
mole fraction. The detector has an optical filter in front of
it that eliminates all light except the wavelength that the
selected gas molecules can absorb. The HPP has a factory
pre-calibrated CO2 measurement range of 0 to 1000 ppm.
The HPP sensor itself uses ca. 0.6 W and requires an operat-
ing voltage of 12 V direct current and has a life expectancy
superior to 15 years according to the manufacturer.
Three generations of HPP sensors were built by Senseair
AB (Delsbo, Sweden). In this paper we only report on the
tests carried out on the latest generation (HPP3), being the
most performant among the HPP sensor family. Previous
HPP generations were used for more short-term airborne
measurements, for example in the COCAP system (Kunz et
al., 2018), and were found to have an accuracy of 1–1.2 ppm
during short-term mobile campaigns. A number of technical
improvements have been made for the new HPP3 generation
described here:
– A simple interface through USB connection and the de-
velopment of a new software made data transfer easier,
quicker and more efficient.
– Temperature stability improved due to six independent
heaters dispatched inside the unit.
– To reduce long-term drift the sensor is equipped with
new electronics and the IR sources were preconditioned
prior to shipment.
– The improved second version of HPP3 (HPP3.2) sen-
sors was equipped with a pressure sensor (LPS331AP,
ST Microelectronics, Switzerland) to allow real-time
corrections; the high-resolution mode of the LPS331AP
has a pressure range of 263 to 1277 hPa, and a root mean
square (RMS) of 0.02 hPa can be achieved with a low
power consumption (i.e. 30 µA).
– The impact of leaks on the measurements is reduced
since the third-generation sensor works in a high-
pressure mode. A pump is thus needed upstream of the
sensor inlet in order to create high pressure in the mea-
surement cell.
Different sensors from two versions of HPP were tested and
used in this study, that is, three sensors from a first version
(HPP3.1) named S1.1, S1.2 and S1.3, and three others from
the second version (HPP3.2) named S2.1, S2.2 and S2.3. For
the HPP3.1 sensors, an internal pressure compensation does
not exist, but the HPP3.2 series includes a pressure sensor
together with a compensation algorithm, which normalizes
measured CO2 dry air mole fractions according to ambient
pressure (Gaynullin et al., 2016).
2.2 Portable integrated instrument
The HPP3 sensors were integrated into a custom-built
portable unit, which we will refer to as the instrument.
This instrument should be suitable to perform in situ CO2
measurements on ambient air. The instrument is composed
of the HPP3 CO2 sensor and temperature (T ) and rela-
tive humidity (RH) sensors. To be able to continuously
flush the measurement cell a diaphragm micro-pump with
a built-in potentiometer (Gardner Denver Thomas, USA,
model 1410VD/1.5/E/BLDC/12V) was added upstream of
the HPP3’s optical cell. Temperature and RH were measured
at the exterior of the optical cell where gas is released into
the surrounding enclosure. For humidity and temperature,
a DHT22 sensor kit (Adafruit, USA) was added and con-
nected through an I2C interface. The accuracy of the sensor is
± 2 %–5 % RH and ± 0.5 ◦C. Its range is 0 % RH–100 % RH
and −40 to +80 ◦C, respectively. The response time for all
sensors was less than 1 min (which is the time step to which
data were integrated).
A Raspberry Pi3 (RPi3) (Raspberry Pi Foundation, 2015)
is used to collect the data of all sensors. The RPi3 is a small
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Figure 1. Components of the portable instrument on the top of its
box.
(85×56 mm2) single-board computer running Raspbian OS,
an open-source GNU/Linux distribution. The HPP3 sensors
were connected via USB. A 7 in. touch screen monitor is con-
nected via an adapter board, which handles power and signal
conversion. The package is powered by a switching power
supply providing 12 V, but can also be run on a 12 V battery
pack. An image of the components of the portable instrument
package is available in Fig. 1.
3 Methods
NDIR sensors are sensitive to IR light absorption by CO2
molecules in the air contained in their optical cell, but the re-
trieval of CO2 dry air mole fraction to the desired uncertainty
of 1 ppm is made difficult by sensitivities to temperature,
pressure and humidity. Therefore, these parameters should be
controlled as much as possible, and their sensitivities charac-
terized, to correct and calibrate reported {CO2}. A series of
tests were carried out to characterize the HPP3.1 (S1.1, S1.2,
S1.3) and HPP3.2 (S2.1, S2.2, S2.3) performances and sen-
sitivities to {CO2}, T , p and RH. Firstly, temperature, pres-
sure and {CO2} sensitivities were determined in laboratory
experiments. Then, field measurements were conducted with
an accurate CRDS instrument (Picarro, USA, G2401) mea-
suring the same air as the HPP3 sensors. The CRDS short-
term repeatability is estimated to be below 0.02 ppm and the
long-term repeatability to be below 0.03 ppm (Yver-Kwok et
al., 2015). Table 1 summarizes all laboratory tests and field
test measurements, which are presented in this section.
3.1 Laboratory tests
All laboratory tests used the same fundamental setup shown
in Fig. 2 with only slight modifications. A diaphragm pump
(KNF Lab, Germany, model N86KN.18) was used to pump
air from either an ambient air line or calibration cylin-
ders to a Nafion dryer (Perma Pure, USA, MD-070 series),
to eliminate H2O traces in the gas line. A flow controller
(Bronkhorst, France, El-Flow series) was used to regulate
the airflow distributed with a manifold to the HPP3 instru-
ments at 500 mL min−1 to ensure stable experimental con-
ditions while a CRDS instrument could also be connected
through a gas split to measure the same air.
3.1.1 Sensitivity to temperature and pressure
variations
To assess the linearity of the response of each sensor to
{CO2} for different pressure and temperature conditions,
two series of temperature and pressure sensitivity tests (PT1,
PT2) were realized in a closed chamber with controlled T
and p for the HPP3.1 and HPP3.2 sensors. No dryer was
necessary as dried air from high-pressure cylinders was used.
The CRDS instrument (Picarro, G2401, serial number 2125)
was not connected during these tests.
In test PT1 (Table 1), three HPP3.1 sensors were put in
a simple plastic chamber and exposed to pressure changes
ranging from 977.8 to 1038.6 hPa, and temperature ranges of
16 to 32 ◦C, while measuring gas from a calibration cylinder.
Pressure and temperature were measured by a high-precision
pressure sensor (Keller, Germany, series 33x, 0.2 hPa and
0.05 K precision).
In test PT2, to test wider ranges for pressure and temper-
ature that might be experienced during field measurements,
three HPP3.2 sensors were placed inside a dedicated temper-
ature and pressure chamber at the Plateforme d’Intégration et
de Tests (PIT) at OVSQ Guyancourt, France, where a much
larger range of T and p variations could be applied. During
each T and p test, four calibration cylinders with dry air CO2
dry air mole fractions from 420 to 450 ppm were measured
by all the HPP3.2 sensors for a period of approximately 120 h
for each cylinder. In the PIT chamber, temperature was varied
from −2 to 35 ◦C with a constant rate of change of 1 ◦C h−1,
keeping pressure constant at a value of 1013.25 hPa. During
pressure tests the chamber pressure was varied from 1013.25
to 759.94 hPa with a decrement of 50.66 hPa, regulated with
a primary pump, with temperature fixed at 15 ◦C.
3.1.2 Correction and calibration of CO2 measurements
for dry and wet air
These experiments were performed to evaluate the response
of HPP3 sensors to {CO2} changes in ambient air. Correc-
tions were established to allow compensation for unintended
instrument behaviour and sensitivities, while calibrations are
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Table 1. Summary of all laboratory tests.
Name Purpose Location Air measured Parameter Range of T (◦C), Range of [CO2] in Range of [CO2] in Duration Sensors
and p (hPa) ambient air (ppm) cal. cylinders (ppm) (days) tested
PT1 Correlation between Laboratory Calibration cylinders T , p 16 to 32 and 968.7 not applicable 420 to 450 3 S1.1, S1.2,
[CO2] and P , T (Saclay) to 1038.6 S1.3
PT2 Correlation between PIT climate chamber Calibration cylinders T , p −2 to 35 and 759.9 not applicable 420 to 450 5 S2.1, S2,2,
[CO2] and P , T (Guyancourt) to 1013.3 S2.3
DA1 Test calibration Laboratory Calibration cylinders T , p, RH, {CO2} 24 to 31 and 1009.2 417 to 575 330 to 1000 48 S1.1, S1.2,
frequency (Saclay) and dried ambient air from CRDS to 1023.4 S1.3
WA2-1 Test calibration Field station Ambient air T , p, RH, {CO2} 25 to 27 and 1012.2 389 to 508 not applicable 45 S2.2, S2.3
frequency (Saclay) from CRDS to 1021.4
WA2-2 Test calibration Field station Ambient air T , p, RH, {CO2} 29 to 31 and 0.993 393 to 521 not applicable 60 S2.1
frequency (Jussieu) from CRDS to 1034.5
Figure 2. Test setup.
applied to translate the instrument readings to the WMO
GAW CO2 scale (here, XCO2 2007). Both steps are com-
bined into one procedure. Two modes of operation for the
HPP3 sensors have been tested, i.e. using a dried or an un-
dried gas stream, as those are two common modes of op-
eration in greenhouse gas measurements in different local,
regional and global networks (GAW report 242).
3.1.3 Dry air experiments
Water vapour is known to interfere with CO2 measurements,
in particular for NDIR sensors. It is thus important to deter-
mine the response of the sensors to {CO2} under the best
possible conditions, that is, dry air. The experimental setup
shown in Fig. 2 was used. In test DA1 (Table 2) different
HPP3 sensors were flushed with the same dry ambient air,
passed through a Nafion dryer. CRDS measurements were
used to monitor and confirm that H2O was reduced to trace
amounts, i.e. 0.05±0.05 % H2O. HPP3.1 sensors S1.1, S1.2
and S1.3 were tested extensively for 45 d, and HPP3.2 sen-
sors S2.1 and S2.2 were tested for 12 d.
Additionally, for a period of 45 d during spring 2016, S1.1,
S1.2 and S1.3 measurements of dry ambient air in parallel
with a co-deployed CRDS instrument (Picarro, USA, G2401)
were conducted at the Saclay field site (see Sect. 3.3.1) There
ambient air was pumped from a sampling line fixed on the
roof of the building (ca. 4 m a.g.l.) to flush the setup de-
scribed in Fig. 2. Four dry air calibration cylinders (330,
375, 445 and 1000 ppm of {CO2}) were measured once ev-
ery 13 h; they were sampled successively each for 30 min
(Fig. 3). As the HPP3 responses can be slow and in order
to remove memory effects, only the last 15 min of each mea-
surement period was used.
3.1.4 Undried (wet) air experiments
As drying is impractical for some applications, we also mea-
sured the HPP3’s sensitivities to water vapour in undried
ambient air and calibration cylinders. If these sensitivities
were stable over time, they could be used to correct reported
{CO2} for the H2O interference. For WA2-1 and WA2-2
tests, the Nafion dryer was removed from the setup. The only
modification of the experiment was the removal of the Nafion
dryer.
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Figure 3. (a) CO2 dry air mole fractions measured by S1.1 (blue) and the Picarro CRDS analyzer (black). (b) Calibrated dry air mole fractions
of S1.1 (red) compared to the raw values (blue). (c) Four reference gases (assigned values are 367, 413, 487 and 997 ppm of {CO2}) are used
for the calibration. No saturation effects are observed within our CO2 dry air mole fraction range.
3.2 Instrument correction and calibration procedure
In order to correct the reported {CO2} we have to define a
function that allows us to correct for unintended instrument
sensitivities, i.e. to p, T and H2O, as well as to correct {CO2}
measurements to an official scale should they show any offset
or non-linear behaviour.
3.2.1 Linearity of instrument response
For dry air measurements in test DA1, a linear calibration
curve was found to be appropriate. Figure 3c shows that the
response of the HPP3 instruments to CO2 dry air mole frac-
tion is linear (R2 = 0.95) from 330 to 1000 ppm. No satura-
tion effects are observed within this CO2 dry air mole frac-
tion range since residuals are included in the ±1 ppm range.
Therefore, a linear response to {CO2} is assumed further on.
3.2.2 Multivariable correction and calibration
Due to the high correlation of air temperature and wa-
ter vapour content, which were both found to be linear
(see Sect. 4), we suggest a multivariable regression method,
which includes pressure, temperature and humidity. Indeed,
if variables are corrected one at a time, an overcorrection of
one of the correlated variables may occur.
Multivariable regression is a generalization of linear re-
gression by considering more than one variable. We used a
multivariable linear regression of the form
{CO2}calibrated, corrected = b+ aCO2{CO2}HPP3+ app+ aTT
+ awW + add. (1)
{CO2}calibrated, corrected corresponds to the measured {CO2}
by the reference instrument (CRDS) calibrated on the WMO
CO2 X2007 scale. C is the {CO2}HPP3 reported by the HPP3
instrument, with additional factors to capture the influence
of the pressure p, the temperature T , the water mixing ra-
tio W (as calculated from our T , p and RH measurements),
the baseline drift d and a baseline offset b. All instrument-
specific coefficients for the multivariable linear regression
are determined using measurements of the parameters for
several days.
3.3 Field tests with urban air measurements
To assess their real-world performance, we conducted addi-
tional tests for the HPP3 sensors measuring ambient air at
two field sites under typical conditions for urban air monitor-
ing. After the sensors were fully integrated into instruments
as described in Sect. 2.2. Three HPP3.1 instruments (S1.1,
S1.2, S1.3) and two HPP3.2 instruments (S2.2, S2.3) were
installed at the Saclay field site (48.7120◦ N, 2.1462◦ E) to
measure ambient air on top of the building roof. Saclay is lo-
cated 20 km south of the center of Paris in a less-urbanized
area. In addition, one HPP3.2 instrument (S2.1) was installed
to measure air at the Jussieu field site on the Jussieu Univer-
sity campus in the center of Paris (48.8464◦ N, 2.3566◦ E).
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3.3.1 Saclay field site tests
The sampling line, a 5 m Dekabon tube with an inner tube
diameter of 0.6 cm, was fixed on the rooftop of the build-
ing at about 4 m a.g.l., which was connected to a setup that
was a copy of the laboratory tests. However, up to five HPP3
instruments were connected and a pump of the same build
as in the previous experiments was used to regulate the air-
flow distributed with a manifold to the HPP3 instruments at
500 mL min−1 to ensure stable experimental conditions. The
field site is equipped with a cooling and heating unit that was
turned off most of the time so that room temperature varied
between 24 and 31 ◦C. During the test of HPP3.2 for 45 d,
four reference gas cylinders (330, 375, 445 and 1000 ppm of
CO2) were used and each HPP3 was flushed every 12 h for
30 min per cylinder during the dry air experiment. No cal-
ibration cylinders were used during the undried air experi-
ment since the calibration was based on the co-located high-
precision measurement with the CRDS analyzer. The mean
dry air mole fraction of ambient CO2 was 420 ppm and varied
between 388 and 575 ppm during dry air experiments, and a
mean of 409 ppm and variations between 389 and 509 ppm
were found during the undried air experiments.
3.3.2 Jussieu field site tests
The measurements were conducted at the OCAPI (Observa-
toire de la Composition de l’Air de Paris a l’IPSL) field sta-
tion. The measurements from the HPP3.2 instrument (S2.1)
in Jussieu were compared with those of a co-located CRDS
analyzer (Picarro, USA, G2401). Two independent sampling
lines (about 5 m Dekabon tube with an inner tube of 0.6 cm)
were used for the CRDS and the S2.1 instrument. The airflow
into S2.1 was regulated by the micro-pump (see Sect. 2.2)
and set to 500 mL min−1 using a potentiometer. At this lo-
cation neither a calibration cylinder nor a drying system was
deployed for S2.1, but they were calibrated using the CRDS
instrument. The measurement period was 60 d and the mean
ambient CO2 dry air mole fraction was 410 ppm and minute
averages varied between 393 and 521 ppm. Room tempera-
ture varied between 28 and 31 ◦C during the observation pe-
riod.
4 Results
4.1 Sensitivity to temperature and pressure variations
using dried air
4.1.1 HPP3.1 instruments tested in the simple chamber
(PT1)
Linear relationships are observed between reported CO2 dry
air mole fractions and p and T (R2 = 0.99 with p and R2 =
0.92 with T ) in the simple chamber (see Figs. 4 and 5). Due
to the limitation of experimental conditions in these simple
plastic chambers, only a narrow pressure range of 977.78 to
1033.52 hPa and a temperature range of 16 to 32 ◦C could be
tested for these instruments. Different slopes and intercepts
are found for each instrument as reported in Table 2. This
indicates that there is no single universal p and T calibration
curve that could be determined for one instrument and used
for others.
4.1.2 HPP3.2 instruments tested in the PIT chamber
(PT2)
The PT2 test results with pressure changes from 1013.25
to 759.94 hPa with an increment of 50.66 hPa are shown
in Fig. 4. Figure 4 shows the variations in CO2 dry
air mole fractions due to p changes (from 0.0049 to
0.0177 ppm hPa−1). Despite the built-in pressure compensa-
tion algorithm developed for HPP3.2, reported {CO2} and p
can still co-vary with a positive (S2.1 and S2.2) or a nega-
tive (S2.3) correlation, indicating that an additional correc-
tion is required when aiming to achieve the best possible re-
sults (see also Fig. S1 in the Supplement). Consequently, we
applied a linear fit between1{CO2} (differences between the
assigned dry air mole fraction in the cylinder and the dry air
mole fraction reported by HPP3.2 instruments) and pressure
(Fig. 6). The slope and intercept obtained are then used to
determine the offset due to p variations that has to be added
to {CO2} reported by the HPP3.2 instruments. The corrected
{CO2} values have a root-mean-square deviation from the
assigned dry air mole fraction in the calibration cylinder
(428.6 ppm) of less than 0.02 ppm for all three HPP3.2 in-
struments (see also Fig. S2). Figure 5 shows the effect of
temperature variations in the PIT chamber ranging from −2
to 35 ◦C (see Sect. 3.1) on reported CO2 dry air mole frac-
tions of the HPP3.2 instruments. For the three HPP3.2 instru-
ments, {CO2} is negatively correlated to T . As for the tests
in the simple chamber with the HPP3.1 instruments, different
linear T slopes and intercepts are observed for each HPP3.1
instrument (Fig. 5) in the PIT chamber. After correction for
temperature variations, we obtain corrected {CO2} values
with a root-mean-square deviation which does not exceed
0.01 ppm from the assigned value of the cylinder (444 ppm)
for the three HPP3.2 instruments (see also Fig. S3).
Table 2 summarizes the results of the pressure and tem-
perature tests for all instruments. These test results show a
sensor-specific response to p and T . A large difference of
reported {CO2} sensitivity to pressure variations is observed
between the two HPP3 versions. A sensitivity of 0.564 to
0.744 ppm hPa−1 is found for the HPP3.1 sensors, whereas
this sensitivity ranges from−0.0045 up to 0.0174 ppm hPa−1
for the newer HPP3.2 sensors. The lower sensitivity among
HPP3.2 prototypes is due to the pressure compensation al-
gorithm, which is included in this model. Since the pressure
compensation algorithm still does not fully correct the re-
ported {CO2} variations due to pressure changes, we found
that it is necessary to apply a correction for pressure, and this
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Figure 4. Linear relationship experimentally found between re-
ported {CO2} and p for S1.1, S1.2 and S1.3 (a) and for the instru-
ments S2.1, S2.2 and S2.3 (b). Note the different p range, ranging
from 972.7 to 1030 hPa for the HPP3.1 instruments in the simple
plastic chamber and 759.9 to 1013.25 hPa for the HPP3.2 instru-
ments in the PIT chamber.
Figure 5. Linear relationships between reported {CO2} for S1.1
S1.1, S1.2 and S1.3 (a) at temperature values ranging from 17 to
30 ◦C in the plastic chamber, and for S2.1, S2.2 and S2.3 at temper-
ature values ranging from 5 to 35 ◦C in the PIT chamber (b).
correction should be sensor specific. The {CO2} sensitivity
to temperature variations is found to be in a similar range for
both sensor makes. Sensitivities of −0.3 to 0.1 and −0.2 to
−0.7 ppm ◦C−1 are found for the HPP3.1 and HPP3.2 instru-
ments, respectively.
After applying our correction for temperature and pres-
sure, no more correlations are observed between corrected
{CO2} and pressure and temperature. Corrected CO2 mole
fractions of HPP3.2 are stable and standard errors do not ex-
ceed 0.3 and 0.2 ppm for pressure and temperature correc-
tions respectively, except for {CO2} after temperature cor-
rection for S2.2, which reaches a standard deviation (SD) of
0.5 ppm. However, we do not reach the same stability after
pressure and temperature correction for HPP3.1 prototypes.
Standard deviations of 0.9, 0.2 and 0.2 ppm are calculated
for S1.1, S1.2 and S1.3 respectively after pressure correc-
tion, and standard deviations of 1.3, 2.6 and 1.6 ppm are de-
termined for S1.1, S1.2 and S1.3 respectively after tempera-
ture corrections. These differences between the results of the
two HPP3 versions can be partly explained by the fact that
HPP3.2 prototypes had the opportunity to be tested in a so-
phisticated climatic chamber which respects precise temper-
ature and pressure set points for more longer-term measure-
ments and in which only one of the two variables is modified
at a time.
4.2 Instrument calibration and stability during
continuous measurements
Our instrument described in this study is intended for use in
field campaign studies and longer-term monitoring. We as-
sess its performance during continuous measurements. We
also evaluate which calibration frequency is necessary to
track the changes in the sensitivities to p and T found in
Sect. 4.1 and if the instruments can be calibrated when using
an undried gas stream. Given that the instrument response
to {CO2} is also affected by atmospheric water vapour, we
present the results from dried and wet ambient air measure-
ments separately.
4.2.1 Measurements of dried ambient air (DA1)
Four calibration cylinders were used in order to calibrate the
three HPP3.1 instruments (see Sect. 3.1). To assess the qual-
ity of this calibration, the mean and standard deviation (SD)
of 1{CO2} (i.e. {CO2}HPP3 minus {CO2} CRDS) of 1 min
averaged data were calculated and are shown in Fig. 6. Al-
though calibration cylinders were measured each 12 h, by ig-
noring some calibration data, we processed the time series
to recompute calibrated {CO2} assuming a range of different
time intervals between two calibrations. The results shown in
Fig. 6 are for calibration intervals of 0.5, 6, 12, 19, 25, 31, 38
and 45 d. Each point in this figure corresponds to the values
calculated for the instruments S1.1, S1.2 and S1.3.
We find that the 1 ppm repeatability threshold is nearly
met when measuring dried air for calibration intervals of 6 d.
The SD 1{CO2} of the minute averages slowly increases
with increasing calibration intervals but seems to stabilize
between 3 and 4 ppm. We also see a marked difference be-
tween the performances of each sensor: S1.1 shows the best
performance, followed by S1.3 and S1.2. In addition to an in-
creased SD, we also see that the mean of 1{CO2} increases
significantly after not calibrating for 19 d. Surprisingly, one
calibration each 45 d does not seem to deteriorate the mean
of 1{CO2} further. In fact, the mean 1{CO2} seems to de-
crease over longer time periods.
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Table 2. Slopes and intercept calculated for CO2 correction due to temperature and pressure. Sensors S1.1 to S1.3 are type HPP3.1, whereas
sensors S2.1 to S2.3 are HPP3.2.
Pressure Temperature
Slope (ppm hPa−1) Intercept (ppm) R2 Slope (ppm ◦C−1) Intercept (ppm) R2
S1.1 0.664± 0.004 −297.7± 4.3 0.94 −0.124± 0.003 391.34± 0.07 0.85
S1.2 0.744± 0.001 −363.3± 1.1 0.95 −0.29± 0.01 408.1± 0.2 0.80
S1.3 0.564± 0.001 −189.5± 1.4 0.94 0.107± 0.004 381.2± 0.1 0.63
S2.1 0.0174± 0.0002 394.± 0.2 0.95 −0.5854± 0.0004 435.530± 0.01 0.99
S2.2 0.0164± 0.0.0001 392.4± 0.2 0.97 −0.716± 0.001 427.31± 0.02 0.99
S2.3 −0.0045± 0.0002 429.0± 0.0 0.75 −0.2453± 0.0004 442.16± 0.01 0.99
Figure 6. SD (a) and mean (b) values of the 1 min average of mean
1{CO2}, during a measurement period of 48 d depending on the
calibration frequency.
4.2.2 Saclay ambient air measurements (WA2-1)
During this test (Sect. 3.3.1), {CO2} and variables affecting
the instrument stability, i.e. pressure, temperature and water
vapour content were measured from 20 July until 8 August.
The meteorological parameters during the field campaign are
given in Fig. S4. Our previous measurements already indi-
cated that regular recalibration of the HPP3 instruments is
required because of sensitivities to T , p and water vapour
that are instrument specific and time dependent. We call the
period during which the six calibration coefficients of Eq. (1)
are calculated by using the CRDS {CO2} time series the cali-
bration period. Attempting to determine those calibration co-
efficients during a short calibration period, e.g. of 1 week,
leads to high mean 1{CO2}, as can be seen in Fig. 7. A cali-
bration period of 2 weeks leads to significantly better results.
We benchmark the instrument performance for both minute
averages, the instruments’ typical temporal resolution, and
hourly averages, as those are widely used in modelling stud-
ies and data assimilation systems.
We also compared different calibration periods of the same
length. As an example, considering a 45 d experiment, we
chose three different calibration periods of successive 15 d.
We also tested the approach of using the first and last weeks
of a 45 d period to create a non-successive two-week calibra-
tion period.
Figure 7a, b show the SD and mean 1{CO2} values con-
sidering three calibration periods (C1, C2, C3) of 15 d each.
The regression coefficients of the multivariable model of
Eq. (1) for C1, C2 and C3 are calculated using the first,
second and third consecutive 15 d of the experimental pe-
riod. These coefficients are then used to predict corrected
{CO2}HPP3 for the three cross-validation periods of 15, 30
and 45 d. Also, calibration coefficients (W1, W6) were calcu-
lated using the first and sixth weeks of the 45 d period for cal-
ibration. Unsurprisingly, using C1 coefficients gives the best
results for the first 15 d used for training, and lead a higher
bias for the last 15 d. Using C2 coefficients to correct the 15 d
adjacent to the calibration period gives comparable results.
Considering the last calibration period, C3 coefficients show
a mean bias of −2.5 ppm when calibration is from the first
15 d. One reason that can explain this behaviour is the greater
variability of CO2 dry air mole fraction during the last 15 d of
the experiment. The interquartile range of CO2 dry air mole
fraction is 10, 15 and 25 ppm respectively for the first, second
and third periods. The CO2 dry air mole fraction correction
is accomplished mostly by correcting T , P , H2O and the in-
strument offset. A small variation in sensitivities may lead to
a less appropriate correction for periods of smaller variabil-
ity. Another reason for this difference is the drift component
of the correction in Eq. (1). The linear drift of the instru-
ment also varies with time. One method to better correct for
the slow linear drift of the instrument is to combine the first
and last weeks of the experiment into a calibration period
instead of using 2 consecutive weeks. When using the first
week (W1) and the last week (W6) for calibration, the instru-
ment drift is not properly corrected and a residual linear drift
of 0.14 and 0.28 ppm week−1 is visible in the black (W1)
and the red (W6) curves of Fig. S5 respectively. Nearly no
drift (0.01 ppm week−1) is observed when considering both
W1 and W6 for the training (blue curve). In Fig. 7, magenta
stars show SD 1{CO2} and mean 1{CO2} values of the
whole 45 d time series considering both W1 and W6 as cali-
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bration periods. With this coefficient determination method,
mean 1CO2 bias can be reduced to nearly 0 ppm. Finally,
we should note that averaging the 1 min data to hourly aver-
ages can further improve SD 1{CO2} values up to 28 %. As
expected, mean values do not change for hourly averages.
Furthermore, we can investigate which of the six term mul-
tivariable linear regressions is most important here. The off-
set correction terms and correction terms depending on dry
air mole fraction (b and aCO2{CO2}HPP3) are the most signif-
icant corrections among all five parameters and allow the re-
duction of the mean1CO2 from 45 to 0 ppm (see Table 3 and
Fig. S3). The other four parameters (pressure, temperature,
water vapour and drift corrections) further reduce the differ-
ence between CRDS and HPP3.2, reducing the SD 1{CO2}
of minute averages from 1.03 to 0.67 ppm. Here, the temper-
ature correction (d) and the water vapour correction (e) pro-
vide a correction of similar magnitude, keeping the same SD
and improving mean 1{CO2} only from 0.16 to 0.13 ppm.
This is understandable since temperature and water vapour
are correlated for this type of measurement.
4.2.3 Jussieu ambient air measurements (WA2-2)
To assess the further performance of the HPP3.2 instruments,
additional wet ambient air measurements at the second field
site in Jussieu were carried out for 60 consecutive days using
instrument S2.1 alongside a CRDS instrument. Figure 7c, d
show SD1{CO2} and mean1{CO2} values calculated with
four calibration periods of 15 consecutive days each and one
calibration considering both the first and last weeks of the
experiment. Calibration coefficients for C1, C2, C3 and C4
are calculated considering calibration periods of the first, sec-
ond, third and fourth 15 consecutive days of the experiment
respectively. W1W8 coefficients are calculated considering
week one (W1) and week eight (W8) of the experiment. The
results are qualitatively very similar to the measurements at
the Saclay field site, and combing the first and last weeks as
calibration period also results in achieving our target of SD
1{CO2} > 1 ppm.
5 Conclusion and perspective
We integrated HPP3.1 and HPP3.2 NDIR sensors into a
portable low-cost instrument with additional sensors and in-
ternal data acquisition. The laboratory tests reveal a strong
sensitivity of reported CO2 dry air mole fractions to ambi-
ent air pressure for the HPP3.1 series and a significantly de-
creased, yet noticeable, sensitivity to pressure, for the up-
graded HPP3.2 sensors equipped with the built-in manufac-
turer p correction. To achieve the targeted stability (long-
term repeatability) for urban observations of 1 ppm or better,
instruments have to be corrected at regular intervals against
data from a reference instrument (here CRDS) to account
for their cross-sensitivities to T ,p,W (H2O mixing ratio)
changes and electronic drift, unless those parameters could
be controlled externally in the future. We found that com-
mercially available p, T and RH sensors that are compatible
with the chosen Raspberry Pi3 platform are sufficiently pre-
cise to use these parameters as predictors of the linear equa-
tion used to calibrate each HPP3 instrument against the ref-
erence instrument, which was calibrated to the official WMO
CO2 X2007 CO2 scale.
Two common modes of operation have been successfully
tested, i.e. using the HPP3 instruments for either dried or un-
dried ambient air measurements. Our results indicate that us-
ing a dried gas stream does not improve measurement preci-
sion or stability compared to an undried gas stream provided
that a multivariable regression model is used for calibration,
which accounts for all cross-sensitivities including H2O mix-
ing ratio changes.
We furthermore find that sensor-specific corrections are re-
quired and they should be considered time dependent, e.g.
by including a linear drift that only becomes more apparent
for longer-term observations. Different calibration windows
were tested for both the Saclay field site and Jussieu field site
ambient air measurements and their results were evaluated
against CRDS data that were not used for calibration. Those
sites exhibit the typical {CO2} levels in urban GHG moni-
toring networks where future low-cost medium-precision in-
struments could be deployed. Regular (6-weekly) recalibra-
tions are found to be appropriate to capture sensor drifts and
changes in relevant cross-sensitivities, while not increasing
the burden of performing calibration too often. A dedicated
set of calibration gases was not necessary if the low-cost in-
strument was calibrated against {CO2} from a CRDS instru-
ment using the same air. Calibration periods of 1 week with
parallel CRDS measurements before and after a 45 d deploy-
ment were sufficient for the SD 1{CO2} data to be within
1 ppm of the CRDS measurements during that period (with
near-zero bias, i.e. 1{CO2} 1 ppm). This calibration ap-
proach can thus be an alternative to permanently deploying
calibration gases for each individual sensor.
The field tests at the Saclay and Jussieu stations are being
continued to see if the instrument performance deteriorates
over its lifetime. Since the start of the test in 2015 until now,
multiple HPP3.1 sensors have been in use without significant
performance loss. Other research groups have also started in-
tegrating HPP sensors into their low-cost GHG monitoring
strategy (e.g. Carbosense, http://www.nano-tera.ch/projects/
491.php, last access: 11 March 2019).
Future improvements for the LCMP instruments will in-
clude the addition of batteries to allow their transport to the
central calibration lab without power cut as well as using
them in field campaigns, e.g. landfills when connected to so-
lar panels or small wind turbines. During future tests at sites
without reference instruments, small pressurized gas contain-
ers (12l, minican, Linde Gas) will be used to regularly inject
target gas to track the performance during a deployment pe-
riod.
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Figure 7. SD 1{CO2} (a) and mean 1{CO2} (b) values considering three calibration periods of 15 consecutive days for calibration each,
with C1, C2 and C3 corresponding to the first, second and third 15 consecutive days of measurements at the Saclay field site respectively.
W1W6 corresponds to using the first and sixth weeks as the calibration period. Mean 1CO2 calculated for the four calibration periods. SD
1{CO2} (c) and mean 1{CO2} (d) values considering four calibration periods of 15 consecutive days for calibration each, with C1, C2, C3
and C4 corresponding to the first, second, third and fourth 15 consecutive days of measurements at the Jussieu field site respectively. W1W6
corresponds to using the first and eighth weeks as the calibration period. Hourly and minute values are represented as full and empty symbols
respectively.
Table 3. SD and mean values of 1 min average 1{CO2} data for each correction step. Note that corrections are cumulative from left to right.
Reported Offset Pressure Temperature RH Drift
(raw) correction correction correction correction correction
SD 1{CO2} (ppm) 1.11 1.03 1.00 0.97 0.97 0.67
Mean 1{CO2} (ppm) 45.33 1× 10−3 9× 10−4 0.16 0.13 −0.08
The overall operational cost of the new calibration scheme
using a central laboratory and rotating the LCMP systems
can also only be assessed after more extensive field deploy-
ment has been performed.
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